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[#=1:CQ751A00-Y1] [ No.:MR22-H 518931

)

m E R E E

INSPECTION REPORT

m fA |REEA—FOoF— ¥ = |&EMain Unit) MR6662
Description  |Temperature humidity card logger Model No. 5nErxiEf§'|Z>4j'(Temp/Humidity) MR9202
4—T JL(Cable) MR9282-010
Z & Main Unit) MR 15XW026
WEHFES [BEEtEYY(Temp/Humidity) MR 15XA026 TAGEE
Serial No. | 5—J'JL(Cable) HEFE S FEL(hothing) TAG No.

W { #k SPECIFICATION

iR :-40 - 60°C

FIEEE |JEEE:0 - 100%rh ((BLEELLLNCE)
Scale Temperature :—40 to 60°C

Humidity: 0 to 100% (no dew condensation)

HiGER |Bih:HEAa7ILHVEER2E

Power supply |Battery:Alkaline AAA, 2 peaces

tED0OBE R OREHFRERZT.RDEY TT .

The inspection results of the above instrument are as follows.

M # BE PERFORMANCE

HNE-miE NEFEERTHEE =

Appearance - Structure Visual inspection of appearance etc. Pass

BE: +0.5°C+1digit(-5 - 50°C),
L RIS & 31.0°C = 1digit

FEEE feRiEE JBEE: *3%rh1digit(at25°C £2°C/0 - 90%rh) &
Accuracy rating Indication accuracy =~ Temperature: +0.5°C =+ 1digit(for -5 to 50°C) Pass
Except above: +1.0°C & 1digit
Humidity : =+ 3%rh = 1digit(at 25°C+2°C/0 to 90%rh)

+HEEOBIN R E RSBmO IEZ S B=ELN,

*Please refer to the value of the instruction manual for the escape clause of accuracy.

B HZ4#7E EXAMINATION FOR SCALE

EEE BEorE =R E
Ref.value Indication value Error
2498 °C 249 °C -0.1 °C
499 %rh 51 %rh 1 %rh
3 = = = 5 = =
AR ERL-RENBEROEEES —w
Instrument control No.used for measurement
HfT 2016%2H1H e . A R £ B
Date February 1, 2016 *ﬁiﬁﬁ?i §J Approved Execution
115 % 7,

=R TEL:023-607-2100 S
Room Temp. 24 °C CHINO CORPORATION

YAMAGATA FACTORY

F &1 1 FAREICHEALEJERIE. ISO00THBICHICRBITRSAVI ATFAOTTEELT
HBY. BREZEICNL—YTILTY,
2 MEREEFEHEIOVTIEHFMBRESHYET . FLITRIEHBASESBTEN,
[REMARKS] 1 Instruments used for inspection are controlled under quality management system based
on the ISO9001 standard and are traceable to national standards.
2 Performance (or accuracy) has detail definition. Please refer to instruction manual etc.
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